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Abstract—Light monitoring will play a crucial role in main-
taining the energy resolution of the CMS lead tungstate crystal
electromagnetic calorimeter (ECAL) in situ at LHC. Since 2001, a
laser based monitoring system has been used in the CMS ECAL
beam tests at CERN. While the stability of the laser pulse energy
and width, measured in 24 hours, is at a level of 3%, a long term
degradation of both the laser pulse energy and the width were ob-
served, as well as a drift of the laser pulse center timing at 2 ns/day.
This degradation and drift, caused by the natural aging of the
DC Kr lamp, would affect respectively the monitoring precision
and the synchronization between the laser pulse and the ECAL
ADC clock. This paper presents a design and implementation of a
software feedback control which stabilizes the laser pulse energy,
width and timing. With the software feedback implemented, a
stability of the laser pulse energy and width at 3% level and a pulse
timing jitter at 2 ns were observed in laser runs lasted for more
than 3 months. The 0.5% energy resolution of the CMS PbWO4
crystal ECAL is maintained after applying the laser monitoring
corrections in a beam irradiation test.
Index Terms—Calorimeter, feedback control, laser monitoring,
lead tungstate crystal, radiation damage.
I. INTRODUCTION
THE main physics motivation for building the CompactMuon Solenoid (CMS) experiment at the Large Hadron
Collider (LHC) is to investigate the mechanism responsible
for the electroweak symmetry breaking. In the low mass range
between 115 and 150 GeV the Higgs discovery potential in
the decay channel is directly related to the reconstructed
mass width, or the energy resolution of the electromagnetic
calorimeter (ECAL). The CMS lead tungstate (PbWO ) crystal
ECAL has a designed energy resolution
(1)
for the barrel and
(2)
for the endcaps, where stands for addition in quadrature and
is in GeV [1]. Test beams at CERN have shown that this energy
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Fig. 1. Variations of the longitudinal transmission (left scale, open circles) and
the light output (right scale, solid dots) are shown as a function of time for a full
size CMS PbWO crystal BTCP-2531 in a multi-cycle irradiations of 100 rad/h
followed by recoveries.
resolution can be achieved by using mass-produced PbWO
crystals with avalanche photodiode (APD) readout [2]. A crucial
issue, however, is to maintain this energy resolution, especially
the 0.55% constant term, in situ at LHC.
The 75,848 PbWO crystals in the CMS ECAL would suffer
from radiation damage in situ at LHC [1]. Because of the high
energy and the high luminosity expected at LHC the CMS de-
tector will be operated in a severe radiation environment. The
mass produced lead tungstate crystals are radiation hard to a
high integrated dose, but suffer from a dose rate dependent ra-
diation damage as shown in the radiation induced absorption
[3]. Our previous studies concluded that the scintillation mech-
anism of PbWO crystals is not affected by the radiation, and
the loss of the light output is due only to the absorption caused
by the radiation induced color centers [4]. A precise calibration
in situ thus is crucial for maintaining the energy resolution of-
fered by a precision crystal calorimeter. During the LHC runs,
inter-calibrations will be carried out by using physics events,
such as electrons from Z or W decays and photon pairs from
and decays. During the time needed to accumulate sufficient
statistics, however, PbWO crystals would experience radiation
damage (beam on) and recovery (beam off) shown in the vari-
ations of crystal’s transparency. To achieve 0.5% inter-calibra-
tion precision these variations must be corrected.
Fig. 1 shows a history of the light output (solid dots) and
the longitudinal transmission at 440 nm (open circles) mea-
sured for a full size CMS PbWO crystal sample in a series
of damage and recovery cycles. The irradiations were carried
out by using a -ray source at a dose rate of 100 rad/h,
0018-9499/$25.00 © 2008 IEEE
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Fig. 2. The normalized variations of the light output are shown as a function of
the normalized variations of the longitudinal transmission at 440 nm for sample
BTCP-2531 under 100 rad/h irradiation.
which is expected by the CMS ECAL endcaps running at the
designed luminosity [1]. The observed variations are caused by
the color center formation (damage) and annihilation (recovery)
processes [4]. Fig. 2 presents a linear fit to the data shown in
Fig. 1. The excellent linearity indicates that the variations of
crystal’s light output may be calculated and therefore corrected
by using the variations of crystal’s longitudinal transmittance at
440 nm.
For the CMS PbWO calorimeter, a light monitoring system
was designed and constructed by the Caltech and Saclay groups
[1]. Its design goal is to measure the variations of crystal’s
optical transparency and use that to make corrections for the
variations of crystal’s light output [5]. Fig. 3 is a schematic
showing the laser based CMS light monitoring system. The
monitoring laser pulses produced by one of three pairs of
lasers are distributed via an optical fiber system organized into
three stages. A 1 88 fiber optic switch sends laser pulses to
one of 88 calorimeter elements (72 half super modules in the
barrel and 16 groups of super crystals in two endcaps). A two
stage distribution system mounted on each calorimeter element
delivers monitoring laser pulses to each individual crystals.
While the laser pulses are injected at the front face of the barrel
crystals, they are injected at the back face of the endcap crystals
where space is available. The laser pulse intensity measured by
the ECAL readout device APDs is normalized to that measured
by the reference PN diode. The APD/PN ratio is the monitoring
signal, which is a measure of crystal’s transparency. The sta-
bility of APD/PN ration is required to be 0.2% to achieve the
0.5% inter-calibration precision.
In this paper we present the design of the CMS monitoring
laser light source. A software feedback control, which improves
the stability of the laser performance significantly, is also de-
scribed. The energy resolutions of the CMS PbWO crystals,
obtained in an irradiation test, without and with the laser mon-
itoring corrections are also shown to demonstrate the effective-
ness of the monitoring corrections.
II. MONITORING LASER SYSTEM
The light source and high level distribution subsystem
(LSDS) was designed and constructed at Caltech. The top plot
of Fig. 4 is a schematic showing the design of LSDS. As shown
in this figure, it consists of three pairs of lasers, a 3 1 optical
switch, an 1 88 optical switch, a fast monitor, a logarithmic
attenuator, a linear attenuator and a laser PC running a laser
DAQ control program. Each pair of lasers consists of a Nd:YLF
pump laser, a tunable Ti:Sapphire laser and a digital scope
based slow monitor [6]. The bottom plot of Fig. 4 is a schematic
showing the details of one laser pair.
All three pump lasers are model 527DQ-S Q-switched
Nd:YLF lasers, which are a commercial product of Quantronix
[7]. It provides frequency doubled laser pulses at 527 nm with a
pulse intensity up to 20 mJ at a repetition rate up to 15 kHz. All
three Ti:Sapphire lasers are custom made Proteus UV(SHG)
lasers from Quantronix, which provide a laser pulse intensity
up to 1 mJ, corresponding to about 1.3 TeV energy deposition
in PbWO crystals, at a repetition rate up to 100 Hz. Two
wavelengths are available from each pair of lasers by selecting
appropriate built-in interference filters in the Ti:Sapphire laser.
440 nm was chosen as the monitoring wavelength since it
provides the best linearity between the variations of crystal’s
light output and its transmittance [8].
Two pairs of the lasers provide 440 nm (blue) and 495 nm
(green), so that the 440 nm light is always available even when
one laser pair is in maintenance. The third pair provides 709 nm
(red) and 796 nm (IR) for monitoring the gain variations of the
readout electronics chain from the APD to the ADC, where the
variations of crystal’s transparencies are much more reduced.
Only one laser pair is used at a time to provide monitoring
laser pulses, which is selected by using the DiCon 3 1 op-
tical switch. By using the DiCon 1 88 optical switch the mon-
itoring laser pulses are sent to one of the 88 detector elements
with each consisting of about 850 (barrel) or 916 (endcaps) crys-
tals. Two attenuators are installed in the attenuation box between
two switches. A logarithmic filter wheel allows an attenuation
between 0 to 50 db in 10 db steps. A linear neutral density filter
provides an additional attenuation between 1% to 99% in 1%
step. The operation time needed to scan all 88 monitoring blocks
is about 20 minutes. During LHC runs, laser pulses are sent to
each detector elements in the LHC beam gaps of 3.17 , which
are designed to rest the LHC kicker magnet in every 89.924 .
Only about 1% of the available beam gaps are used for the
ECAL monitoring data taking during the LHC operation with
corresponding monitoring data rate of about 100 Hz.
The entire laser operation is under the control of a laser PC
which runs the laser DAQ program. It selects the laser pair, the
ECAL detector element, the laser pulse wavelength and the in-
tensity attenuation. All these parameters may also be defined
by an up-level laser supervisor when the LSDS is running in a
slave mode. In addition, the laser PC also controls internal laser
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Fig. 3. A schematic showing the CMS laser monitoring system.
parameters, such as the YLF pumping current, the digital de-
lays between various laser triggers and the Agilent digital scope
based slow monitor, which collect laser pulse data at a sampling
rate of 2 GS/s. The slow monitor is capable to analyze the laser
pulses from both the Nd:YLF laser and the Ti:Sapphire laser at
a rate up to 1 Hz. An Acqiris DP210 digitizer card is inserted
between two optical switches. It functions as a fast monitor, and
is capable to analyze every laser pulse delivered to the detector
at 100 Hz with a sampling rate of 2 GS/s. Laser pulse energy,
width (FWHM) and pulse center timing are analyzed on-line
during laser operation by both the slow and fast monitors, and
the resultant histories of these parameters and the histograms
of all measured laser pulses are stored. While the slow monitor
data taking are controlled by the laser DAQ PC, the fast monitor
data taking are controlled by another dedicated PC as shown in
Fig. 4.
The first blue/green laser system was installed and commis-
sioned at CERN in August, 2001 [8]. The IR/red laser system
and the second blue/green laser system were installed and com-
missioned at CERN in August, 2003 [9]. The LSDS system
has been in operation since 2001 for the ECAL beam tests and
cosmic tests [2]. For typical laser runs lasted for about 24 h,
the stability of the laser pulse energy and width was found to
be at a level of 3% much better than the 10% specification [6].
For runs beyond 24 hours a degradation of the stability and a
drift of the laser pulse timing at a level of 2 ns/day were ob-
served. This is due to the aging of the DC Kr lamp used to pump
the Nd:YLF laser [10]. While the degraded stability may affect
the monitoring precision, the laser timing drift may affect the
synchronization between the laser pulses and the LHC bunch
train and the ECAL ADC clock in situ at LHC. To address this
issue a software feedback control was implemented in 2006,
which compensate the aging of the DC Kr lamp by trimming
the Nd:YLF laser pumping current.
III. SOFTWARE FEEDBACK
Figs. 5 and 6 show the measured correlations between the
Nd:YLF laser pumping current and the laser pulse energy,
FWHM and pulse center timing for the Nd:YLF laser and the
Ti:Sapphire laser respectively. Also shown in these figures are
the numerical values of the slope defined at the Nd:YLF laser
pumping current of 25 A. It is clear that when the Nd:YLF
laser pumping current increases both the laser pulse width and
the pulse center timing decrease and the laser pulse energy in-
creases. This is understood since the optical gain of the Nd:YLF
crystal increases when the pumping current increases, so the
built-up time of the laser pulses in the laser cavity decreases
and thus a shorter pulse.
In principle, any parameter or a combination of these parame-
ters can be used as the input for the feedback to trim the Nd:YLF
laser pumping current and thus compensate the aging of the DC
Kr lamp. Looking into the slope values of these parameters in
Figs. 5 and 6 and their sensitivities as compared to the corre-
sponding r.m.s. values of the parameter, however, the Ti:Sap-
phire laser pulse center timing is preferred.
A software feedback control was implemented in the laser
DAQ program. Fig. 7 is a schematic showing the software feed-
back control. Fig. 8 shows the control panel and software feed-
back setting window running under the laser DAQ program.
When the software feedback is enabled, the program first cal-
culates an average of a selected parameter, e.g., the pulse center
640 IEEE TRANSACTIONS ON NUCLEAR SCIENCE, VOL. 55, NO. 1, FEBRUARY 2008
Fig. 4. A schematic (top) showing the design of the laser light source and the
high level distribution system (LSDS) with the details of one laser system shown
at the bottom.
Fig. 5. Correlations between the Nd:YLF laser pumping current and the
Nd:YLF laser pulse energy, width (FWHM) and pulse center timing.
timing, for a defined number of laser pulses, e.g., 600. This av-
erage is then compared to a predefined value of the pulse center
timing from a data file, and their difference is used to calcu-
late an incremental values of the Nd:YLF laser pumping cur-
rent. If its absolute value is larger than 0.1 A, then the Nd:YLF
laser’s pumping current is trimmed correspondingly, otherwise
not. This step of 0.1 A is limited by the Quantronix Nd:YLF
Fig. 6. Correlations between the Nd:YLF laser pumping current and the
Ti:Sapphire laser pulse energy, width (FWHM) and the pulse center timing.
Fig. 7. A schematic describing the software feedback control.
laser control hardware. Upper and low limits of the Nd:YLF
laser pumping current are also set for laser safety. The Nd:YLF
laser pumping current will stay unchanged when it reaches the
upper limit, indicating that the DC Kr lamp needs to be replaced.
IV. LASER PERFORMANCE
The software feedback control was first implemented for in-
dividual laser runs during the ECAL beam tests in 2006. Figs. 9
and 10 summarize typical laser performance at 440 nm for two
laser runs without and with the software feedback control lasting
for 130 and 180 hours respectively. The left side of these plots
are the histories of laser pulse energy (arbitrary unit), FWHM
(ns), pulse center timing (ns) and corresponding YLF pumping
current. The pulse center timing is the delay from the trigger
to the laser pulse timing defined as the laser pulse intensity
weighted average timing. Its typical value is about 3.5 .
The right side of these plots are corresponding histograms
of these parameters with entries of all measured laser pulses.
The r.m.s. spread represents the real distribution. As shown in
Fig. 10, a significant narrow distributions of these parameters
were observed by using the Ti:Sapphire pulse center timing as
the feedback parameter. The r.m.s. spreads of the laser pulse en-
ergy, width and timing were reduced from 2.3% to 1.4%, 3.2%
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Fig. 8. The graphic interface of the laser DAQ control panel (top) and the feedback setting window (bottom).
Fig. 9. The history of the laser pulse energy, width (FWHM), pulse center
timing and the corresponding YLF laser pumping current is shown as function
of time for a Ti:Sapphire laser run at 440 nm without the feedback for more than
130 hours. The corresponding histogram distributions are shown at the right.
to 2.6% and 4.2 ns to 1.8 ns respectively while the YLF pumping
current was increased from 22.4 A to 22.7 A. .
Please note, these data were taken during the ECAL beam
test, where the laser pulse generation is not continuous although
the DC Kr lamp is turned on. This is due to the fact that laser
pulses were generated only when the ECAL test beam module
is ready to accept them. This explains the gap at 60 h observed
in Fig. 9 when the ECAL supermodules are changed. Similar
gaps are observed in Fig. 10.
Fig. 10. The same as Fig. 9 for a Ti:Sapphire laser run at 440 nm for more than
180 hours by using the Ti:Sapphire laser pulse timing as the software feedback
parameter.
Fig. 9 also shows a shift of laser performance between 45 to
60 h. This shift is related to a temperature variation in the laser
barracks at the CERN test beam site. Although the Ti:Sapphire
laser’s SHG crystal is thermally stabilized by a Neslab chiller
(see the bottom plot of 4), variations of the room temperature
would slightly change the Ti:S SHG crystal’s matching angle,
thus compromise the SHG crystal’s conversion efficiency. Such
shift may also occur when water is filled into the Neslab cooler,
which changes the stabilized temperature by 0.5 C.
Environmental temperature dependence of the laser perfor-
mance was measured. The slope was found to be C,
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Fig. 11. The same as Fig. 9 for combined Ti:Sapphire laser runs at 440 nm for
more than 3 months.
Fig. 12. The monitoring system stability shows a 0.1% is achieved in the ECAL
beam test.
1.3 ns C and 7.9 ns C respectively for the laser pulse en-
ergy, width (FWHM) and pulse timing. While the temperature
stability is poor in the laser barracks at the CERN test beam
site, it will be improved in situ at LHC, where the laser barracks
located in the CMS underground carven are central air-condi-
tioned with a temperature stability expected to be better than
0.5 C. The data shown in Figs. 9–11 are not corrected for the
temperature variations.
By using a pre-defined laser pulse timing, which is 3,565 ns
from the trigger Fig. 11 shows a history and histogram for com-
bined laser runs at 440 nm with a total run time more than three
months. The history of the laser pulse energy, width, center
timing and the YLF pumping current is shown at the left side
of Fig. 11, where each data point represents an one hour av-
erage. During this period the Nd:YLF pumping current was in-
creased automatically from 22 A to 23.8 A to compensate the
Fig. 13. The energy resolutions of 120 GeV electrons, reconstructed by sum-
ming 3 3 crystals in an irradiation study, are shown before (left) and after
(right) the monitoring corrections.
lamp aging. The histogram plots at the right shows distributions
for all laser pulses analyzed during this period. The effective-
ness of the software feedback control is clearly shown in the
distribution of the laser pulse timing. The overall stability of the
laser pulse energy and FWHM observed is about 3.1% and 3.6%
respectively, much better than the 10% specification. The cor-
responding pulse jitter during this period is 1.9 ns, much better
than the 3 ns specification. We also notice four shifts in the laser
pulse width (FWHM) history at 220, 420, 750 and 1,700 hours,
which are related to the temperature variations and the refilling
of the Neslab cooler as discussed above.
V. ECAL RESOLUTIONS
With the software feedback implemented, the stability of the
APD/PN monitoring signal was observed at a level of 0.1% [2]
as shown in Fig. 12, which is much better than the 0.2% spec-
ification [1]. The performance of the monitoring system was
demonstrated in an irradiation study carried out during the 2006
beam test. Fig. 13 shows that the energy resolution for 120 GeV
electrons, reconstructed by summing 3 3 crystals, are 0.93%
and 0.53% respectively before and after applying the monitoring
corrections. This indicates that the 0.5% energy resolution of
PbWO crystals may be maintained by applying the laser mon-
itoring corrections.
VI. SUMMARY
Excellent linearity was observed between the variations of the
light output and the variations of the longitudinal transmittance
at 440 nm for the PbWO crystals. Because of the natural aging
of the DC Kr lamp used by the Nd:YLF pump laser the perfor-
mance of the Ti:Sapphire lasers show a long term degradation.
A software feedback control was implemented to compensate
this aging effect by trimming the Nd:YLF laser pumping cur-
rent. The result shows a significant improvement in the laser sta-
bility. The stability of the laser pulse energy and FWHM width
have been maintained at a level of 3%, and the laser pulse center
timing jitter has been reduced to less than 2 ns in laser runs
lasting for more than three months. The overall laser monitoring
precision is maintained at a level of less than 0.1%. The energy
resolution of the CMS PbWO ECAL in situ at LHC is expected
to be maintained by applying the laser monitoring corrections.
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